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Abstract. The work performed at Risø in connec-
tion with the claims of »cold fusion« is summari-
sed in this report. The main purpose of the whole 
experiment was to analyse if structural anomalies 
of deuterated metals could support the occurren-
ce of fusion processes in such systems by x-ray 
and neutron powder diffraction methods. Two 
types of systems were investigated. The first one 
was an electrolytic cell with palladium as electro-
de. No anomalous properties in the composition 
and positions of deuterium were found in this 
case. The other one was a titanium- deuterium-
gas system which was studied in order to repro-
duce the »Frascati experiment«. However, no 
neutrons above the background level were ob-
served in spite of the very sensitive detector sys-
tem. By neutron diffraction of this system a 70% 
titanium-dideuterium phase was found. 
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1. Introduction 
Recently, several groups1'2-3 have reported on ob-
servation of nuclear fusion processes in systems 
where deuterium is absorbed in a metal (pal-
ladium or titanium). In the first report1, the sig-
nificance for cold fusion was mainly related to 
the large amount of heat generated after electro-
lytic deuteration of palladium. However, Ref.3 in 
which titanium shells are kept in a container un-
der high deuterium pressure seems to give more 
convincing results, since neutron count rates up 
to 500 times the background level were reported. 
We have studied both systems. 
For the palladium-hydride a literature survey in 
monographs on hydrides4 and in Gmelin Hand-
buch5 revealed that higher deuterium contents in 
palladium than found by gas equilibration can be 
obtained by electrolysis. Strong (usually acid) 
electrolytes, low temperatures (down to -40°C) 
and high current densities have been used (sev-
eral amps/cm2). This knowledge dates back to the 
1920- 40-ies, and is a consequence of the chemical 
potential variations being linear with voltage and 
logarithmic in pressure. The purpose of the ex-
periment to be described below was to determine 
if structural anomalies like close-lying deu-
terium-sites or large-amplitude deuterium vibra-
tions could result and support occurrence of fu-
sion in such »supersaturated« palladium systems. 
Both x-ray and neutron powder diffraction ex-
2. Experiment 
2.1 Palladium-deuterium 
The diffraction experiments to be carried out, 
would only be meaningful if there were no (or as 
small as possible) concentration gradients in the 
Pd-sample. This working idea led us to select 
thin Pd, in order to reduce diffusion lengths. We 
chose to use the same dilute electrolyte as pre-
scribed by Fleischmann and Pons1. A known 
amount of pure Li-metal was added to heavy wa-
ter in a glass vessel. Deuterium gas evolved and 
LiOD was thus obtained. Pd-foil of 25 micron 
thickness was used as electrode material. Foils 
were annealed overnight in vacuum at 1000°C. 
The foil for x-ray investigation was approx. 1 cm2 
periments were carried out, the latter by on-line 
measurements with palladium as electrode in an 
electrolytic cell. 
For the titanium-deuterium system we decided 
to reproduce the experiment reported in Ref.3 
with the specific purpose to study structural 
phase properties by neutron powder diffraction, 
if fusion processes were observed. The experi-
mental procedure, to be described more closely 
below, deviates significantly from that reported 
in Ref.3 in the detection system. We use He3 
detectors combined with paraffin blocks for ther-
malisation of neutrons and a multi-channel-ana-
lyser to analyse the spectrum, whereas BF3 detec-
tors were used in Ref.3, apparently without ener-
gy analysis. Further, in Ref.3 there was no indi-
cation of the sample composition and structure. 
Our sample has been characterised after the ex-
periment by neutron powder diffraction studies. 
The experimental conditions for sample prepara-
tion, and the set-up for on-line neutron diffrac-
tion strdies on the palladium- deuterinm system 
and for neutron detection on the titanium- deu-
terium system are given in Sec. 2. Results of neu-
tron detection on the titanium-deuterium system 
and structural studies by x-ray and neutron pow-
der diffraction are reported in Sec. 3. A discus-
sion and conclusion can be found in Sec. 4. 
welded to a platinum wire. The neutron diffrac-
tion sample was 7 grams of foil welded together 
along one edge and then rolled up in a cigar-like 
manner. The package was 10 mm diameter and 40 
mm high. A platinum wire (0.5 mm) was spot-
welded to the top part of the Pd. Platinum foil 
electrodes (cylindrical geometry, 25 cm2), or 2 
planar Pt electrodes (2x20 cm2) were used as 
counter electrodes. The cell for neutron diffrac-
tion contained approx. 100 ml solution, had an 
upper pan of pyrex glass housing the cylindrical 
Pt electrode, and a lower pan consisting of a 
quarts tube (12.5 mm o.d., 10 mm i.d.). The pyrex 
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tube (12.5 mm o.d., 10 mm i.d.). The pyrex and 
quarts part were joined by a machine piece of 
teflon. The 7 g Pd electrode could be transferred 
from the top electrolysis part to the lower »dif-
fraction« part by means of a pyrex push rod, to 
which also a Ni/CrNi thermocouple was attached. 
The cell is shown in Fig. 1. 
In the second phase of the »on site« neutron dif-
fraction experiment the heavy water solution was 
pumped out into a cooling loop with a peristaltic 
pump. On the secondary side of the cooling sys-
tem a conventional refrigerator cooled glycol 
bath was used. The heat exchanger between 
heavy water and glycol was made of pyrex. 
Finally, for comparison the structural properties 
of pressure deuterated Pd were studied. The par-
tially deuterated sample was transferred to a ther-
mobalance system, the deuterium was desorbed 
under vacuum at 75°C, and the sample was redeu-
terated at room temperature under a deuterium 
Fig. I. The electrochemical cell. 1: Pd-cathode, post-
tion during heavy electrolysis, 2: Pd-cathode during 
neutron diffraction, 3: Platinum-anode, 4: Teflon 
block, 5: Quartz tube, 6: Pyrex tube, 7: Pushrod with 
thermocouple, 8: LiOD-D20 electrolyte. 
X& 
pressure of 7.5 bar for 10 hours to PdDx with x = 
0.7 (90% deuterium was absorbed during the first 
3 hours). After deuteration and during the ex-
periment the sample was contained in a small 
sealed Al-container. 
2.2. Titanium-deuterium 
It is well known that titanium can absorb large 
quantities of hydrogen to form either a solid sol-
ution or titanium-hydride. However, because of a 
surface oxide layer, the metal has to be prepared 
by a heating process in advance to the hydrogen-
ation or deuteration. No information on the use 
of such a heating process is given in Ref.3. The 
exact procedure used in our experiment is de-
scribed in the following. The titanium we used 
was in the form of shavings produced by a mill-
ing machine from a pile of plates. 85 g of shav-
ings were placed in a stainless steel container 
welded to a long thin tube connected to a valve. 
The steel container was placed in an oven and 
heated to about 800°C while the content was eva-
cuated by a vacuum pump during this heating 
process. At 800°C the titanium was deuterated at 
approximately one bar, and then the system was 
left for slow cooling to room temperature. 
After the heating process the procedure described 
in Ref.3 was followed as precisely as possible. 
The Ti-container was placed in the experimental 
set-up shown in Fig. 2 and then pressurised with 
deuterium to around 50 bar. After several hours 
the dewar with the titanium container was filled 
with liquid nitrogen and left at this temperature 
under a constant deuterium pressure of 50 bar for 
approximately 72 hours. Around 50 bar-liters of 
deuterium gas were absorbed during the whole 
process. The last phase of the experiment con-
sisted in increasing the temperature to room tem-
perature and to evacuate the system to a pressure 
of = 0.01 mm Hg. This is a rather peculiar pro-
cess since titanium-hydride should be extremely 
stable at room temperature, and it should not be 
possible to remove any deuterium by lowering 
the pressure. 
Six He3-neutron-detectors (10 x 2 x 2 cm3 sensi-
tive volume filled with 5 atm He3) placed approx-
imately 10 cm from the centre of the Ti-container 
were used for detection. A 5 cm thick paraffin 
block was placed between the dewar and the de-
tectors in order to thermalise the neutrons, 
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Fig. 2. Experimental set-up far neutron detection from Ti02. 
thereby increasing the detection efficiency. The 
detectors were connected in parallel with short 
wires to a preamplifier, and the signals were re-
corded on a multi-channel analyser. The whole 
set-up was shielded against neutrons with boron 
loaded polyester plates. The He3 neutron detec-
tor is based on the reaction: 
n + He* =* T3 + p + 765 keV. 
The T3 and the proton ionise the He3 gas giving 
a signal to the counter. The observed spectrum is 
characterised by a peak at 76S keV and a smaller 
signal due to the termination of the ionisation 
tracks at the counter walls in the range from 
»191 keV (= 765/4) to 765 keV. If the neutrons 
are not completely thermalised there may be a 
signal from fast neutrons giving energies above 
765 keV as well. However, the spectrum appear-
ing from thermal neutrons is very characteristic 
and should be monitored in order to separate 
neutron signals from other signal (electrical 
noise etc.). The detection system was calibrated 
and tested by using a Cf252 neutron source with 
an intensity of 1.5-106 neutrons/s. The best signal 
to noise ratio was found when only energies from 
500-850 keV were taken into account. The aver-
age background measured during 16 hours was 
found to be 1.3 counts/min. The efficiency of the 
detector system was 5-10~3. 
3. Results 
3.1. Neutron Detection on 
Titanium-deuterium 
The energy spectrum integrated over 10 minutes 
measuring periods was recorded during the 
whole experiment. Each spectrum was saved for 
later analysis and the spectra from a certain time 
period could afterwards be added to a total spec-
trum. No significant deviation from the back-
ground was Tound in any of the 10 minutes 
measuring periods. In Ref. 3 the highest count 
rate was found during the phase where the sys-
tem was heated to room temperature under eva-
cuation. According to this work a maximum of 
5000 neutrons/s with an average of * 3000 neu-
trons/s in a 10 hours period were observed. To 
compare our measurements with this result we 
added all the spectra from the corresponding 10 
hours period of our experiment. In Fig. 3 this 
spectrum is shown together with a background 
spectrum measured with the same set- up, but 
without the Ti-container. The neutron peak is 
seen at channel 108 which corresponds to 
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Jr.6, hexagonal-closed-packed titanium metal (a 
= b = 2.950 Å and c = 4.686 Å), and some few 
additional peaks assigned to the stainless-steel 
container. Based on model structure calculations 
we evaluate the sample to consists of 30% tita-
nium metal phase and 70% titanium-dideuterium 
phase. The existence of metallic phase most like-
ly result from incomplete activation of the sam-
ple at elevated temperatures because titanium-di-
deuterium is very stable at room temperature or 
below even under reduced pressure7. 
Fig. 3. Energy spectrum of He3 signal a: measured 
during the heating phase of the titanium system, and 
b: background measured without the titanium con-
tainer. In both cases the time of measuring was 
around 10 hours. Channel 108 corresponds to an ener-
gy of765keV. 
765 keV. The total amount of counts in channel 
70-120 ( « 500-850 keV) is 841 counts during the 
measurement and 815 for the background, i.e. the 
difference is within one st.dev. Let the level of a 
significant signal be 3-4 times the st.dev. = 100 
counts. This corresponds to 0.2 counts/min or 
0.15 times the background. With the efficiency 
noted above we can conclude that although we 
can observe a signal from the Ti-container of the 
order of 40 counts/min or 0.7 counts/s we have 
not seen anything. In other words the neutron 
signal from our experiment, if any, is at least 
4000 times smaller than the one observed in 
Ref. 3. 
3.2. Neutron Diffraction Studies on 
Titanium-deuterium 
The structural phase properties of the titanium-
deuterium sample was examined at room tem-
perature after the complete series of experiments 
by neutron powder diffraction using the TAS1-
triple-axes-spectrometer at the DR3-reactor, Risø 
National Laboratory. The spectrometer was 
operated in the elastic mode and a neutron wave-
length of 2.020 Å was used, cf. Fig. 4. The sample 
was mounted in the stainless-steel container on 
the spectrometer and the diffraction pattern for 
scattering angles between 9 and 99 degrees was 
recorded. Analyses ot the spectrum showed evi-
dence for tetragonal TiD. with x = 1.98 (a = b 
= 4.46 Å and c - 4.39 A) as reported by Yakel 
3.3. X-ray Results on Deuterated 
Palladium 
Experiments were carried out on a standard x-ray 
powder diffractometer using Cu-Ka radiation (X 
= 1.542 Å). In a few test runs it was assured that 
the rolled foils had no texture. The Pd and PdDx 
diffractogrammes were of high intensity and 
good resolution. Deuterium concentrations in 
the foil were evaluated from the lattice con-
stants7. The major part of the charge passing the 
cell gives deuterium gas which leaves the cell as 
bubbles. Even after the solution has become sa-
turated with D 2 (and 0 2 , which bubbles from the 
Pt-anode) the rate of D-diffusion into Pd is very 
low compared to the parasitic gas-evolution. The 
temperature of the cell never exceeded 30°C. 
Total rel. 
Charge (OPd) 
0 
23 
40 
40 
Current (A) 
average (pulse) 
0 
001.(01) 
(04) 
(04) 
Remarks 
pure metal 
pure p-phase 
heavy electrolysis, 
pure (5-phase 
after three days in 
ambient air, pre-
dominantly (J-phase 
Table 1. X-ray diffraction of cathodically loaded 
Pd-deuteride foil (lcm2,25 \im) 
There was no sign of extra D going into the Pd at 
high current density. It could also be concluded 
that the 24 h electrolysis had produced a pure 
PdD0 6 7 .0 7 0 phase. The lattice constants for the 
fcc-metal and fcc-deuteride were Pd-metal: 3.895 
Å, Pd-D, (0-phase): 4.053 Å. After three days 
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in ambient air the sample still was predomi- in the beginning. The temperature of the cell 
nantly PdDx-phase. increased to 45-50°C due to Joule heating. 
3.4. Neutron Diffraction on 
Deuterated Palladium 
The experiment was carried out on the multi-de-
tector powder neutron diffractometer (see Fig. 4) 
at the DR 3-reactor, Risø National Laboratory, 
using a neutron wavelength of 1.079 Å. 
The idea behind the experiment was to use the 
ability of neutrons to penetrate matter and to be 
scattered by light atoms like deuterium. Hereby 
it should be possible to perform in-situ determi-
nations of the structural properties of deuterium 
and study whether high concentrations of deu-
terium could be obtained and maintained in an 
electrochemical cell using palladium as a ca-
thode. 
The electrochemical cell is shown in Fig. 1. Prior 
to the diffraction experiment, the background 
from the eel! (D20 and quartz-glass tube) was 
examined, and it was verified that the unactiva-
ted wrapped foil Pd-sample was texture free. 
The total charge at ihis stage corresponded to a 
D/Pd ratio of 1.2. The current was then reduced 
to 0.1 A, the Pd sample was pushed down in the 
bottom of the cell and the first diffraction pattern 
was collected during the following 10 hours. 
Analysis of the structural data based on peak po-
sitions and intensities reveal that the sample 
consists of mixed phase Pd- metal or a-phase 
PdDx (x < 0.08) and p-phase PdDx with x = 
0.66. Bragg-peak intensities for the p-phase 
structure are in good agreement with the struc-
tural model calculations involving only the octa-
hedral sites. Evaluation of the ratio of a- to P-
phase gives 80% a-phase and 20% p-phase. 
In an attempt to increase the deuterium uptake, a 
cooling loop was established. The sample was 
then electrolysed in the upper part of the cell at 2 
A for 14 hours with a stable cell temperature of 
11-14°C. The total charge now corresponded to a 
D/Pd ratio of 15. The only structural change ob-
served in the new powder pattern was a marginal 
increase in the amount of p-phase. 
In the first experiment the sample was electro-
lysed for 6 hours with 8-10 V across the cell and a 
current of 0.S A. During this process LiOD sol-
ution was added to compensate for losses by elec-
trolysis, evaporation and violent foam formation 
Subsequently the sample was removed from the 
electrolytic cell and three structure determina-
tions carried out in time intervals of ten hours. 
During these experiments the amount of p-phase 
decayed to 15%, 9% and 5%, respectively. The 
Fig. 4. The multi-deuctor powder diffractometer at DR 3, Risø. Twenty detectors D1...D20 with Soller 
collimators C1...C20 spans 100° of scattering angle so a S° scan of the detector bank furnishes the complete 
powder pattern. CO defines the collimation of the incident beam. 
Woter 
scotterer 
*y Reactor beam & $ 
O Shutter 
^—^ ^ Monochromotor XM 
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The amount of deuterium in the (3-phase stayed 
essentially constant at x = 0.66. 
The cell was then taken apart and the Pd foil 
straightened out and placed between two planar 
Pd-electrodes so that »electrolytic pumping« 
could be done from two sides. The electrolysis 
continued overnight. The deuterated sample is 
however brittle, and during the process of reas-
sembling the cell the Pt-wire/Pd-foii contact 
broke off. A new cell design would be required in 
4. Conclusion 
Structural studies of Pd-metal deuterated in-situ 
on a powder neutron diffractometer showed no 
anomalous properties in the composition and po-
sitions of the deuterium. It proved difficult to 
electrolyse the crumbled sample of Pd-foil, prob-
ably because the heat evolvement during electro-
lysis evaporate the electrolyte inside the sample. 
Deuteration is therefore mainly taking place only 
from the exterior surface of the sample. However, 
it is observed that slightly higher deuterium con-
centrations are obtained in the 0-phase of the 
electrolytic deuterated samples than in the pres-
sure deuterated sample. A further study based on 
a massive palladium sample might be valuable in 
this respect. 
In an experiment which was designed to repro-
duce the results of Ref.3 we have not seen any 
sign of neutron production above the measured 
background, even though our detection system 
was of the order of 100 times more efficient than 
the one used in Ref.3. One reason of this discre-
Acknowledgements 
The skilful technical assistance from W. Kofoed 
and M. Nielsen is greatly appreciated. We are 
very grateful to B. Kindl and A. Schrøder Peder-
sen for valuable discussions, and to B. Larsen for 
order to make in-situ measurements on a system 
with a more efficient contact between the electro-
lyte and the Pd-foil electrode. 
Finally, a neutron powder diffraction study was 
carried out on the pressure deuterated PdDx-
sample (x = 0.7 from thermobalance measure-
ments). The diffraction data showed that the 
sample was pure p-phase PdDx with approxima-
tely x = 0.61. 
pancy could be that we have not prepared the 
titanium exactly the same way as it was done in 
Ref.3 or that we have missed some details in the 
experiment which have not been documented in 
the report. However, it is difficult to believe that 
the process should be that sensitive to the experi-
mental details that we should not be able to mea-
sure any neutrons, especially taking into account 
our rather sensitive detection system. From our 
work we have learned that many possible mis-
interpretations of a neutron detection system are 
possible. For instance, cooling of detector wires 
can easily give some vapour condensation on the 
connectors which in turn may cause a higher 
counting rate. Also an increasing count rate from 
a defect amplifier and from noise from nearby 
electrical equipments were recognised, but in all 
these cases the energy spectrum was wrong. We 
therefore conclude that in order to believe this 
kind of measurements, it is very important to 
observe the energy spectrum of the signal from 
the He3-detcctor all the time. 
pressure deuterizing the palladium sample. The 
standard neutron source was kindly lent to us by 
the Health Physics Department. 
10 Risø-M-2806 
References 
1. Fleischmann, M. and Pons, S. (1989). J. Elec-
troanal. Chem., 261,301-308. 
2. Jones, S.E., Palmer, E.P., Czirr, J.B., Decker, 
D.L., Jensen, G .L., Thorne, J.M., and Tay-
lor, S.F., Rafelski, J. (1989). Nature 338, 737-
740. 
3. De Ninno, A., Frattolillo, A., LoUobattista, 
G., Martinis, L., Martone, M., Mori, L., Pod-
da, S. and Scaramuzzi, F. (1989). Europhysics 
Letters 9,221-224. 
4. Lewis, F.A., (1967). The Palladium Hydro-
gen System. Academic Press, London. 
5. Gmelins Handbuch der anorganischen Che-
mie. Verlag Chemie, Weinheim. 
6. Yakel Jr., H.L. (1958). Acta Cryst. 11,46-51. 
7. See: Mueller, W.M., Blackledge, J.P. and Li-
bowitz, G.G. (Eds.) (1%8). Metal Hydrides. 
Academic Press, New York and London. 
Risø-M-2806 11 
Bibliographic Data Sheet Risø-M-2806 
Title and authors 
Experiments on Palladium- and Titanium-Deu-
terium Systems with Reference to Studies on 
»Cold Fusion« 
J. Als-Nielsen, N.H. Andersen, K.N. Clausen, 
P. Michelsen and F.W. Poulsen 
ISBN 
87-550-1556-5 
Dept. or group 
Physics Department 
Groups own rcg. numbers) 
Ptfes Tables Illustrations 
12 1 4 
ISSN 
0418-6435 
Date 
August 1989 
Project/contract no. 
References 
7 
Abstract (Max. 2000 characters) 
The work performed at Risø in connection with 
the claims of »cold fusion« is summarised in this 
report. The main purpose of the whole experi-
ment was to analyse if structural anomalies of 
deuterated metals could support the occurrence 
of fusion processes in such systems by x-ray and 
neutron powder diffraction methods. Two types 
of systems were investigated. The first one was 
an electrolytic cell with palladium as electrode. 
No anomalous properties in the composition and 
positions of deuterium were found in this case. 
The other one was a titanium- deuterium-gas sy-
stem which was studied in order to reproduce the 
»Frascati experiment«. However, no neutrons 
above the background level were observed in spi-
te of the very sensitive detector system. By neu-
tron diffraction of this system a 70% titanium-
dideuterium phase was found. 
Descriptors INIS/EDB 
CRYSTAL STRUCTURE; DEUTERATION; DEUTERIUM; 
DEUTERON REACTIONS; ELECTROLYSIS; NEUTRON 
DETECTION; NEUTRON DIFFRACTION; PALLADIUM; 
PHASE STUDIES; POWDERS; TITANIUM; X-RAY 
DIFFRACTION 
Available on request from Risø Library, Ris« National Laboratory, 
(Risø Bibliotek, Forskningscenter Risø), P.O.Box 49, 
DK-4000 Roskilde, Denmark. 
Telephone + 45 42 371212, ext. 2268/2269. 
Telex 43116. Telefax + 45 46 75 56 27. 
Available on exchange trom: 
Riso Library, 
Riso National Laboratory, 
P.O. Box 49. DK-4000 Roskilde, Denmark 
Phone + 45 42 37 12 12, ext. 2268 2269. 
Telex 43116, Teleiax f 45 46 7? 56 27 
ISBN 87-550-1556-5 
ISSN 0418-6435 
